Above-The-Road (AbTR) radar is a new type of speed measurement device used in China for traffic speed enforcement. The antenna beamwidths in vertical and horizontal directions are critical parameters for AbTR radar because speed measurement accuracy partly depends on vertical beamwidth and speed measurement interference from adjacent lanes can be effectively minimized by appropriate choice of horizontal beamwidth. In this paper, the speed measurement principle of AbTR radar is introduced and the reason for field speed measurement error is presented. The speed measurement error is theoretically calculated in various combinations of different vertical beamwidths and possible installation angles. The requirement for horizontal beamwidth to operate with less interference from adjacent lanes is also theoretically laid down with different installation heights and angles. Field tests with three equal-distanced piezosensors each lane as triggering references have been performed on an AbTR radar sample with vertical beamwidth 5.1
Introduction
Above-The-Road (AbTR) radar is a new type of vehicle speed measurement device used in China for traffic speed law enforcement. Compared with the traditional AcrossThe-Road (AcTR) radar [1, 2] and Down-The-Road (DTR) radar [3, 4] , which are the common types of traffic speed measurement devices widely used in China and other places of the world [2, 4] , the advantage of AbTR radar is that it is fixed at a known angle above the road along a specified single lane with less interference from adjacent lanes and functions with a variable speed limit sign in the heavy traffic and multilane highway.
As the number of vehicles increases rapidly in China, AcTR radar and DTR radar cannot fully meet the law enforcement demands of traffic police. AbTR radar has been used to measure the speed of vehicles and record the offenders quickly and automatically by working together with a camera in certain provinces of China. However, abnormal field measurement results occasionally occurred with some AbTR radar devices, which had been approved according to the former related pattern approval [5] regulation in China. These abnormal results would have resulted in improper fine on drivers if they had passed manual check. One reason for this was that antenna metrological parameters of AbTR radar were not required in the former related pattern approval regulation. Additionally, the former field test method could not be used to help operators to effectively distinguish the unqualified AbTR radar devices. Therefore, a special pattern approval regulation for AbTR radar has been officially approved in China to ensure the measurement results of AbTR radar devices more accuratly and reliably. The major modifications in the new pattern approval regulation include the requirement for antenna beamwidths and the metrological field test in actual traffic, which is recommended in OIML R 91 [5] .
In this paper, we are concerned with the influence of antenna beamwidths of AbTR radar on traffic speed measurement results, including vertical beamwidth on speed measurement error and horizontal beamwidth on interference from adjacent lanes. The paper is organized as follows. The speed measurement principle of AbTR radar is introduced in Section 2. The reason for the field speed measurement error of AbTR radar is analyzed in Section 3. The AbTR radar antenna beamwidths, which will be mandatory requirements for AbTR radar used in China for traffic speed law enforcement, are proposed by theoretical calculation in various combinations of installation parameters in Section 4. A field test in actual traffic is designed and performed on an AbTR radar sample, whose antenna beamwidths meet the requirements given in Section 4, to validate the theoretical analysis results in Section 5. The conclusions are made in Section 6.
Principle of Speed Measurement
As shown in Figure 1 , AbTR radar is typically installed on the gantry above the road, and the radar antenna is directed to the specified single lane at a known installation angle θ, which is the angle between the horizontal plane parallel to the road surface on which the target vehicle is travelling and the beam direction of the radar antenna. Reference line in Figure 1 is corresponding to the ground position of the installation angle θ. The main difference of AbTR radar from AcTR radar and DTR radar is that the AbTR radar shall work only when the target vehicle passes the measurement region at its specified lane and not detect any vehicles travelling in the adjacent lanes.
AbTR radar uses the Doppler effect to measure the speed of target vehicle. AbTR radar transmits an unmodulated continuous microwave beam at frequency f 0 . When a moving vehicle travels through the microwave beam, AbTR radar receives the microwave signal reflected from the target vehicle at frequency f 1 and processes the received signal by mixing with the transmitted signal. The frequency difference between the transmitted frequency f 0 and the received frequency f 1 is the Doppler shift f d , which is directly proportional to the target vehicle speed v and can be written as
where C is the speed of electromagnetic wave propagating in air, v · cos ϕ denotes the radial velocity of the target vehicle relative to AbTR radar, and ϕ is defined as the triggering angle, which is the included angle between the direction of target vehicle movement and the direction from the AbTR radar to the target vehicle at the triggering point, as shown in Figure 1 . Triggering line in Figure 1 is corresponding to the ground position of the triggering angle ϕ. Doppler shift f d is positive when the target vehicle approaches AbTR radar, and negative when the target vehicle recedes from AbTR radar. The value of Doppler shift f d is in the audio frequency range from several hundred Hz to tens of thousands Hz and can be computed by the digital signal processing (DSP) unit of AbTR radar. The value of transmitted frequency f 0 is also known, which is dependent on the local oscillator unit of AbTR radar. If the value of triggering angle ϕ can also be known by measurement or computation, then the theoretical value of target vehicle speed v is given by
Analysis of Speed Measurement Error
However, the value of triggering angle ϕ is unknown and not the same for different target vehicles. It depends on many factors, typically including types of the target vehicle and technical parameters of AbTR radar. One of the most important factors is the radar crosssection (RCS) [6] of the target vehicle relative to AbTR radar. Since most AbTR radars use the same antenna for transmitting and receiving, the backscatter RCS of target vehicle is the usual case of interest for AbTR radar. Backscatter RCS is a complicated multiparameter function, including position of AbTR radar relative to target vehicle, angular orientation of target vehicle relative to AbTR radar, installation angle of AbTR radar, microwave frequency band of AbTR radar, polarization of transmitter and receiver, geometry and material composition of target vehicle, and so forth. Firstly, the installation parameters of different AbTR radars, such as height, distance, and angle, are decided by each manufacturer and not the same in the usual case. Secondly, AbTR radar usually operates within allocated narrow frequency range in one of three broad frequency bands: X band (nominally 8 GHz to 12 GHz in China), K band (nominally 18 GHz to 26.5 GHz in China), and Ka band (nominally 26.5 GHz to 40 GHz in China). Propagation effect and target reflectivity are similar for frequencies within the same band, but may be very different from one band to another. Thirdly, polarization is one of the fundamental characteristics of any antenna, and the main types of antenna polarization include linear polarization, circular For the above reasons, it is impossible for present AbTR radar technology to measure the backscatter RCS in each case precisely, which means that the precise value of triggering angle ϕ cannot be known either. According to (2) , the unknown triggering angle ϕ leads to the fact that AbTR radar cannot measure the actual value of target vehicle speed, and only some approximation can be found to obtain the measurement value of target vehicle speed. One of the most widely used approximation method at present is to use the known installation angle θ, instead of the unknown triggering angle ϕ, for all the speed measurements of target vehicles. Based on this approximation, we get the approximate value of target vehicle speed measurement, v m , which can be written as
According to (2) and (3), the relation between the actual value of target vehicle speed and the measured value given by AbTR radar is
The relative measurement error of target vehicle speed, δ v , is given by
From (5), we can conclude that the relative measurement error δ v is theoretically decided by the difference between the triggering angle ϕ and the installation angle θ. The closer the triggering angle ϕ is to the installation angle θ, the smaller the relative measurement error will be.
Another important influence factor of the triggering angle ϕ is the technical performance of AbTR radar antenna, which can be described by antenna radiation pattern as shown in Figure 2 . Beamwidth and sidelobe level are the two key metrological parameters of radar antenna for the pattern approval of radar for traffic speed enforcement [1, 3, 5] .
Antenna beamwidth describes the width of mainlobe in the antenna radiation pattern. A common definition is the half-power beamwidth or the −3 dB beamwidth, which is defined as the angular distance between the half-power points on each side of the peak in the mainlobe of antenna radiation pattern as shown in Figure 2 . Beamwidth is the major influence factor to the speed measurement accuracy and will be discussed in detail in the latter part of this paper.
Sidelobes are the other lobes except the mainlobe in the antenna radiation pattern as shown in Figure 2 and usually represent unwanted radiation in undesired directions. Sidelobe level is the peak of the sidelobes relative to the peak of the mainlobe. Generally, it is desirable to minimize the sidelobe level of radar for traffic speed enforcement to avoid the erroneous triggering in the undesired angle ϕ (marked B in Figure 2 ). After the theoretical analysis and a large quantity of field tests in actual traffic, it has been proven by the metrologists that the sidelobe level of radar for traffic speed enforcement must be less than −15 dB in any direction to avoid possible erroneous triggering [1, 3, 5] . As a new type of radar for traffic speed enforcement, the above conclusion is also tenable for AbTR radar.
Antenna Beamwidths
Although the speed measurement error is unavoidable for present AbTR radar technology due to the unknown triggering angle ϕ of each target vehicle as analyzed in Section 3, the speed measurement accuracy can be improved by reducing the error between the installation angle θ and the triggering angle ϕ, which is related to the antenna vertical beamwidth of AbTR radar. Additionally, the measuring region of AbTR radar is restricted to the specified single lane, which is dependent on the antenna horizontal beamwidth of AbTR radar. In this section, the influences of antenna beamwidths of AbTR radar on traffic speed measurement results, including vertical beamwidth on speed measurement error and horizontal beamwidth on interference from adjacent lanes, are analyzed, respectively, and the values of antenna beamwidths are proposed by theoretical calculation in various combinations of installation parameters.
Vertical Beamwidth.
Vertical beamwidth is a key metrological technical parameter of AbTR radar, which denotes the antenna beamwidth in the along-the-road direction and represented by β as shown in Figure 1 (a). The relation between vertical length of speed measurement region and vertical beamwidth of antenna radiation pattern is shown in Figure 3 . The radiated power reaches its maximum in the direction of installation angle θ and becomes lower with the angle farther from θ. Since the target vehicle with a high backscatter RCS (e.g., a heavy truck with bare metal material, rough surface, large size, and square shape) reflects more electromagnetic energy back to the AbTR radar than the 
one with a low backscatter RCS (e.g., a car with synthetic material, smooth surface, small size, and streamlined shape), the former can be detected by the AbTR radar at the angle far from the installation angle θ, which is represented by ϕ 2 in Figure 3 , while the latter must be detected at the angle close to the installation angle θ, which is represented by ϕ 1 in Figure 3 . It has been analyzed in Section 3 that present AbTR radar cannot distinguish ϕ 1 from ϕ 2 , but use the same installation angle θ instead in actual traffic speed measurement, which is the major influence factor to the speed measurement accuracy of field operation. In order to restrict the maximum speed measurement error and assure the traffic court's confidence in using AbTR radar devices for speeding punishment, a mandatory requirement for the certificated AbTR radar in China is that it should acquire data only when the target vehicle passes through the antenna vertical beamwidth, which means that the range of triggering angle ϕ should be within the range shown below:
Equation (5) and inequation (6) show that the maximum speed measurement error is mainly related to the antenna vertical beamwidth of AbTR radar. The wider the antenna vertical beamwidth is, the larger the maximum speed measurement error will be. Apart from that, the installation angle also has some influence on the maximum speed measurement error. The relative measurement errors of target vehicle speed are theoretically calculated with different antenna vertical beamwidths and possible installation angles of AbTR radar widely used in China, where the antenna vertical beamwidth β is chosen as 4
• , 6 Table 1 .
The theoretical calculation results in Table 1 show that the antenna vertical beamwidth β of the certificated AbTR radar should not exceed 6
• to meet the requirements for speed accuracy of field operation in China, that is, the relative error of target vehicle speed measurement by AbTR radar should be within ±3%. The mandatory requirement that antenna vertical beamwidth of AbTR radar must be smaller than 6
• has been added to the pattern approval regulation of China newly published and will also be added to the national AbTR radar standard of China in the future.
Horizontal Beamwidth.
Horizontal beamwidth is another key metrological technical parameter of AbTR radar, which denotes the antenna beamwidth in the across-the-road direction and represented by α as shown in Figure 1(b) . The relation between horizontal width of speed measurement region and horizontal beamwidth of antenna radiation pattern is shown in Figure 4 . For the AbTR radar with broadbeam antenna shown in Figure 4 (a), since its measuring region exceeds the specified single lane and covers the adjacent two lanes, the vehicle passing the measurement point in adjacent lanes may be detected by mistake. For example, the AbTR radar in Figure 4 (a) detects a car travelling in the adjacent lane (marked A in Figure 4(a) ) by mistake and measures the speed of the car while the identification of offender provided by the camera used for photographic evidence is a truck (marked B in Figure 4(a) ). If the car exceeds the speed limit, the result is the wrong fine on the truck.
To avoid the wrong fine mentioned above, AbTR radar shall use a narrow-beam antenna (shown in Figure 4 (b)) to only detect the vehicles travelling in the specified lane and avoid detecting any vehicles passing the measurement point in adjacent lanes. To ensure that the measuring region of AbTR radar is restricted to the specified single lane, a requirement for the certificated AbTR radar in China is that the covering width of antenna horizontal beamwidth shall be not more than two-thirds of the lane width at a given distance [7] , which means that the following inequation should be satisfied according to the geometrical relationships in Figure 1 :
where H is the installation height, and D is the lane width. According to inequation (7), antenna horizontal beamwidth α of the certificated AbTR radar should satisfy
The maximum permissible antenna horizontal beamwidth of the certificated AbTR radar devices is theoretically calculated according to inequation (8) with different installation heights and angles of AbTR radar widely used in China, where the installation height H is chosen at 6 m, International Journal of Antennas and Propagation 5 Table 2 .
The theoretical calculation results in Table 2 show that the antenna horizontal beamwidth α of the certificated AbTR radar should not exceed 6
• to meet the different installation requirements in China. The recommended requirement that antenna horizontal beamwidth of AbTR radar should be less than 6
• will be added to the national AbTR radar standard of China in the future.
Experimental Validation
It is recommended in OIML R 91 that the metrological field tests should be completed by an operating test in actual traffic with the advantage of the overall study of possible errors due to the complexity of factors affecting the result of measurement, such as shape of antenna pattern, lateral distance between AbTR radar and target vehicle, reflection characteristics of target vehicle, change of lane during target vehicle passage through radar beam, braking or accelerating, and presence of more than one vehicle [5] . Therefore, a field test has been designed and performed by an operating test in actual traffic to validate the previous theoretical analysis about antenna beamwidth of AbTR radar, in which the antenna beamwidths of the chosen AbTR radar sample in the vertical and horizontal plane are both designed to be less than 6
• .
Traffic Speed Measurement Standard System of Field
Operation. To meet the recommendation in OIML R 91 about the metrological field tests in actual traffic, a traffic speed measurement standard system of field operation (abbreviated to standard system thereafter) has newly been set up at number S16 Expressway from Hangzhou to Shanghai in China, which is a trilane freeway with speed limit 120 km/h. The schematic layout of the standard system is shown in Figure 5 Figure 5 . The second part includes three groups of two inductive loop sensors, which are preburied for the field test of inductive loop speed meter samples and represented by 6-8 in Figure 5 . The third part is a gantry with the height 8 m represented by 9 in Figure 5 , which is used for the installation of AbTR radar samples. The fourth part is a cabinet represented by 10 in Figure 5 , which is used for the placement of signal processors of piezo speed meters to obtain the speed measurements, and for power supply of the whole standard system. The fifth part is a ground platform represented by 11 in Figure 5 , which is used for the placement of AcTR radar samples. The sixth part is the platform used for the placement of the AbTR radar sample in this field test and represented by 12 in Figure 5 . The five piezo speed meters in the standard system are the same and can provide the reference speed values of target vehicles at five different places in three lanes, in which piezo speed meters 1, 2, and 3 can provide the reference speed values of target vehicles travelling in three different lanes simultaneously for the AbTR radar samples installed at the gantry 9, while piezo speed meters 1, 4, and 5 can provide the reference speed values of target vehicles travelling in three different lanes simultaneously for the AcTR radar samples placed at the ground platform 11 in the metrological field tests. All the five piezo speed meters have three piezosensors, a, b and c, with equal distance 6 m as shown in Figure 5 . The region between piezosensor a and c is taken as the metrological test region. It should be noted that the measurement region of speed meter sample must be adjusted to the same within the metrological test region. When a target vehicle travels through the test region, the piezosensor a, b and c are pressed by the wheels of target vehicle sequentially, and the triggering signals generated by the three piezosensors are recorded and processed by the signal processors of piezo speed meter placed at the cabinet 10. By calculating the time intervals between piezosensors a, and b, the average speed value of target vehicle travelling through a and b, ν ab , can be measured by the piezo speed meter. Likewise, the average speed value of target vehicle travelling through b and c, ν bc , can also be measured by calculating the time intervals between piezosensors b and c. The two measurement results ν ab and ν bc are independent and uncorrelated. When the difference between ν ab and ν bc lies in the maximum permissible error set manually, this test result is valid and the average speed value of target vehicle travelling through a and c, ν ac , is taken as the reference speed value. The speed measurement error of the speed meter sample can be calculated by comparison with the reference speed value ν ac .
The reference speed value provided by the standard system can be traced to the national primary standard of length and time in China. The relative expanded uncertainty of reference speed measurement is U rel = 0.69% (k = 3) [8] [9] [10] , which can meet the requirement for AbTR radar speed measurement accuracy in China, that is, the relative error of speed measurement should be within ±3%.
Field Test Results of the AbTR Radar Sample.
To include the possible effects of vehicles travelling in the left or right of the test lane on the performance of the AbTR radar, the region between piezosensors 4.a and 4.c at the middle lane (see Figure 5 ) is chosen as the metrological test region of the AbTR radar sample. The photograph of the AbTR radar sample in this field test is shown in Figure 6 , where A is the AbTR radar and B is the camera for photographic evidence. The sample is specially designed for this field test, whose antenna beamwidths in the vertical and horizontal plane provided by the manufacturer are both less than 6
• . Antenna radiation patterns of the sample in the vertical and horizontal planes are measured in the anechoic chamber at the Traffic Speed Lab of the National Institute of Metrology, China. The antenna radiation pattern in the vertical plane is shown in Figure 7 (a); vertical beamwidth of the AbTR radar sample is 5.1
• (±0.1 • ), and the sidelobe level is −17.7 dB (±0.1 dB) by calculation. The antenna radiation pattern in the horizontal plane is shown in Figure 7(b) ; horizontal beamwidth of the test results is shown in Figure 8 , in which the minimum speed is nominally 62.9 km/h, and the maximum speed is nominally 150.6 km/h. Approximately 65% of the 506 valid target vehicles travel at the speed range from 90 km/h to 120 km/h.
The distribution and statistics of the relative measurement errors of the 506 valid test results are shown in Figure 9 . Figure 9 (a) shows that the relative measurement errors of the valid target vehicles are all distributed between −3% and 3%, in which the maximum positive error is approximately 2.9%, and the minimum negative error is approximately −3.0%. The AbTR radar sample can meet the requirements for speed accuracy of field operation in China and is well qualified to the evidentiary purposes in traffic speed enforcement cases. Figure 9(b) gives the statistics diagram of the relative measurement errors in this field test and shows that the relative measurement errors of the 506 valid test results nominally exhibit a normal distribution.
The relation between the relative measurement errors and target vehicles' speed is shown in Figure 10 . The relative measurement error of the target vehicle with low speed is larger than the target vehicle with high speed in general. By checking the evidence photograph, we find out that the target vehicle with low speed is generally a heavy truck and the target vehicle with high speed is generally a car. The reason has been analyzed in Section 4.1 that the error between the triggering angle ϕ 2 and the installation angle θ is larger than the one between the triggering angle ϕ 1 and the installation angle θ since the backscatter RCS of the heavy truck is larger than the car, which results in the larger relative measurement error according to (5) . An example to validate the above theoretical analysis is given in Figure 11 , where (a) shows the evidential photo of a car and (b) shows that of a heavy truck. The key information of target vehicles in the two photos is hidden to protect the privacy of drivers. Reference line in Figure 11 is corresponding to the ground position of the installation angle θ, as shown in Figure 1 . Obviously, the triggering line of the car is more closer to the reference line than that of the heavy truck, which means the triggering angle ϕ 1 of the car is closer to the installation angle θ than the triggering angle ϕ 2 of the heavy truck. The reference speed of the car is 118.1 km/h, and the measured speed by the AbTR radar is 118 km/h. The relative measurement error of the car is approximately −0.1% according to (5) . However, the reference speed of the heavy truck is 76.4 km/h, and the measured speed is 75 km/h. The relative measurement error of the heavy truck is approximately −1.8%, which is much larger than that of the car.
Conclusions
This paper has analyzed the reasons for the speed measurement error in AbTR radar field operation, studied the speed measurement error caused by antenna vertical beamwidth in theory, and calculated the relative error of speed measurement in various combinations of different vertical beamwidths and possible installation angles of AbTR radar in China. The conclusion of theoretical analysis is that the vertical beamwidth of certificated AbTR radar devices should not exceed 6
• to meet the requirement for speed measurement relative error of field operation within ±3%. The recommended requirements for the antenna horizontal beamwidth to operate with less interference from adjacent lanes have also been theoretically calculated with different installation heights and angles of AbTR radar in this paper. The conclusion is that the antenna horizontal beamwidth of the certificated AbTR radar devices should not exceed 6 • for AbTR radar antenna beamwidths in vertical and horizontal directions is a precondition for accurate and reliable field measurements.
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